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Cleaning Instructions for the NT
Xpand NT 146701 & Injector 52660 a l I

IRIS SPECULUM

Following removal of the injector from the anterior chamber with the Xpand NT remaining in the injector tube:

1.Rinse the exterior surfaces of the injector with distilled water to remove all surface
contaminants/residues and wipe it with a lint-free cloth.

2.Maintain the injector button actuator in the open position and attach tubing by sliding it over the injector tube
as seen above.

3.Fill a 10 ml syringe with distilled water.
4 Flush the distilled water from the syringe through the injector tube and out the actuator slot.
5.Repeat steps 3 and 4 three more times.

6. Inject the Xpand NT into the container.

7. Place container in an 8. Ultrasound for several 9. Thoroughly rinse the

ultrasonic cleaner with minutes, then remove container in sterile water
a surgical instrument the container. prior to sterilization.

cleaning solution.

*Tubing and Luer-Lock supplied with injector
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