Xpand NT Injector
Directions for Use P/ an NT

The Xpand NT Injector is designed to deliver the Xpand
through a 2.4mm incision or greater.
RIS SPECULUM

After following the directions

for use for cleaning the

Xpand NT (DFU140000A), place it

in the container

feet down, as seen in the photograph on the left.

Ensure that all four feet are in place in the slotted
openings and that the Xpand NT is seated in the

bottom of the second groove, as seen in the
photograph on the right.

Ensure that the top of the Place the disc over the i irecti . .

part is below the bottom opening in the container 'i%f:ﬂgglrll?r‘:gnagntjhgtg:i‘l?zcst(i)g:, tShlgjer?:vg“tictt??; tl?]i):r :;?ng

of the top groove. and.press into place and (TF 60006) advance the stopg Engage the Xpand NT.
sterilize following actuator button all the way drawing it onto the tube.
directions for use. forward, exposing the tip of 4 '

the actuator.

Insertion

Insert the injector tube into Slowly advance the Xpand NT Engage the proximal foot Center the Xpand NT as needed.
the AC. Advance the engaging the two lateral feet with the manipulator and
actuator button and engage while withdrawing the injector place on iris rim.
the distal foot of the Xpand and placing the proximal foot
NT with the iris rim. on the iris surface.
Removal

Disengage all four feet. Engage small proximal foot Draw the Xpand NT into the Clean and sterilize using
with the actuator. injector tube. manufacturers directions
for use.
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